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A B S T R A C T   

This paper presents an in situ calibration method for an uncooled thermal camera to reduce bias and root mean 
square error (RMSE) for the observed surface temperatures of Gerbera jamesonii plants. Surface temperature bias 
and RMSE were quantified for the calibrated camera constants and compared with respect to the default constant 
statistics. The averaged calibrated camera constant bias and RMSE values decreased by at least 89.1% relative to 
the averaged default camera constant bias and RMSE values for individual plant stems and flowers. This cali-
bration approach has the potential to be suitable for other uncooled thermal cameras in fields beyond horti-
cultural applications.   

1. Introduction 

Vegetative surface temperature (ST) is an important biophysical 
variable which is known to impact environmental and biological pro-
cesses [1,2]. Accurate and precise quantification of vegetative ST is an 
important consideration for precision agriculture applications and for 
environmental phenomena, especially for understanding impacts of 
micro-climates in urban, rural, agricultural, alpine, and arctic regions, 
Earth energy balance models, and more broadly, climate change models 
[3–8]. Remote sensing systems including satellites and unmanned aerial 
systems (UASs) (such as drones), equipped with thermal imaging sys-
tems have historically been used to quantify vegetative ST and other 
important crop variables including soil moisture and evapotranspiration 
[9,10]. ST data derived from remote sensing systems is highly influenced 
by atmospheric effects, limited spatial resolution (for satellite-based 
sensors), and radiometric accuracy, especially for uncooled thermal 
cameras [10–12]. As a result, conventional thermal remote sensing 
methods are not suitable to accurately quantify ST of individual plants. 

Radiometric thermal imaging cameras have been noted in literature 
to record STs of plants and plant organs (see Table 1 for details). It is 
important to note that each study used an uncooled long-wavelength 
infrared (LWIR) radiometric thermal camera to quantify ST except for 
the Lamprecht et al. [13] study, which used a cooled mid-wavelength 
infrared (MWIR) camera. Both MWIR (3–5 μm band) and LWIR 
(8-15 μm band) cameras have been used to quantify ST in literature [14, 
15]. MWIR sensors on satellites have been used to identify high 

temperature targets such as wildfires, and LWIR sensors have been used 
to quantify Earth surface temperatures [16]. MWIR cameras are known 
to be preferred over LWIR cameras in marine environments and areas 
with high relative humidity [15]. Most MWIR camera detectors are 
cooled while LWIR camera detectors can either be cooled or uncooled 
[17,18]. Cooled thermal cameras provide more accurate and precise ST 
data as compared to uncooled thermal cameras [18,19]. However, 
cooled thermal cameras are significantly more expensive, physically 
larger, heavier, and require more power to operate as compared to un-
cooled thermal cameras [17–19]. As a result, uncooled cameras can be 
used on UASs but are less accurate as the LWIR detector can be influ-
enced by camera and ambient temperatures [12,20]. Uncooled thermal 
cameras are calibrated in a laboratory by the manufacturer of the device. 
However, the radiometric accuracy of images recorded during fieldwork 
can be highly variable as camera and ambient temperatures directly 
impact the observed thermal radiation [20–23]. Through the completion 
of an in situ calibration of STs for different materials, it is possible to 
reduce uncooled thermal camera errors and to achieve higher accuracies 
compared to manufacturer specifications [23–25]. A procedure to ac-
quire very accurate ST for individual plant organs is desired for con-
current research related to understanding thermal regimes within 
hollow stem plants [26]. 

1.1. Objectives 

In this paper, an in situ method to radiometrically calibrate an 
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uncooled thermal camera with respect to five varieties of Gerbera 
jamesonii (Gerbera daisy) flowers and stems at a commercial greenhouse 
located in Grimsby, Ontario, Canada is detailed. Variables inherent to 
the thermal camera were calibrated and relevant statistics were 
computed and compared with respect to manufacturer calibrated values. 
Images were collected at varying times over four different days during 
January–February 2020. 

This paper is structured as follows: the instruments used and 
methods followed during the experiment and the detailed mathematical 
theory behind thermal imaging principles are included in Section 2. 
Section 3 contains the results and statistics from the in situ calibration 
and a discussion of the results is included. Lastly, Section 4 concludes the 
paper and highlights future work goals. 

2. Materials and methods 

2.1. Experimental materials 

The thermal images were collected using a FLIR E6 handheld un-
cooled thermal camera. STs of the flowers and stems were quantified 
using a calibrated Omega Type K thermocouple equipped to an Omega 
OM-HL-EH-TC data logger. The experiments were conducted at Van 
Geest Bros. Limited in Grimsby, Ontario, Canada inside a commercial 
greenhouse facility (see Fig. 1 for the Gerbera daisy arrangement). A 
diagram of the experimental setup is depicted in Fig. 2. 

Gerbera is a genus of plants in the sunflower family, Asteraceae. The 
morphology of the Gerbera daisy varieties differ in floral color and size, 
and in stem thickness and structure. The stem characteristics may be 
hollow, solid, or spongey. Plants within same variety have similar 
color, size, and stem types. The five Gerbera daisy varieties included in 

this experiment are all large daisies which include Prestige, Brunello, 
Panama, Rendez-Vous, and Toast (see Fig. 3). In total, six different 
Gerbera daisies, including two Gerbera daisies of the Prestige variety, 
were imaged in this experiment. It is important to note that the Toast 
variety is known to have a variable stem structure. Concurrently, 
ambient temperatures around Gerbera daisy stems and internal hollow 

Table 1 
Previous horticultural studies employing thermal cameras for radiometric 
quantification of STs in reverse chronological order.  

Reference Year 
published 

Camera model Camera 
calibration 
performed 

Application 

[27] 2019 FLIR Tau 2 Yes, specifics 
of calibration 
are not 
detailed 

Measured canopy 
temperature 
variations of apple 
trees 

[1] 2017 FLIR E60bx No Measured floral 
temperature 
patterns with 
respect to other 
plant organs 

[28] 2016 FLIR T440 No Measured leaf 
temperature to 
identify plant stress 
in Ascophyllum 
nodosum 

[29] 2013 VarioCAM 
(384 by 288 
pixels) 

No Measured maize 
canopy 
temperatures to 
identify genotypes 
tolerant to water- 
stress 

[30] 2013 FLIR i5 No Measured leaf 
temperature of 
Sorghum bicolor (L.) 
Moench 

[31] 2013 Miricle 307 K Yes, in 
laboratory 

Measured canopy 
temperature of 
grapevines 

[32] 2012 FLIR B360 No Measured canopy 
temperatures to 
quantify plant 
water status 
indicators 

[13] 2006 Inframetrics 
SC1000 

No Measured ST of 
blossoms  

Fig. 1. The greenhouse and Gerbera daisy arrangement at the commercial fa-
cility, where the orange circles highlight white flags which represent some of 
the plants imaged in this paper, the blue circles indicate thermocouple-data 
logger systems which monitored internal stem and ambient stem tempera-
tures, and the light sensor recorded light intensity. Concurrently with the 
thermal imaging study, internal and external temperature and light intensity 
data was collected for an ongoing research project. (For interpretation of the 
references to color in this figure legend, the reader is referred to the web 
version of this article.) 

Fig. 2. Diagram of the experimental setup in the greenhouse.  
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stem temperatures of each variety were also being recorded by Omega 
Type K thermocouples and Omega OM-HL-EH-TC data loggers. 
Ongoing research is being conducted to investigate the micro- 
meteorological phenomena of temperature regimes in hollow stem 
plants [26]. 

The FLIR E6 thermal camera has an uncooled microbolometer de-
tector which is sensitive to LWIR radiation within the 7.5-13 μm band. 
The system also contains a digital camera which records pictures within 
the visible light spectrum with a resolution of 640 by 480 (horizontal by 
vertical pixels). The infrared resolution of the camera is 160 by 120. The 

camera has a radiometric precision of less than 0.06 K and an accuracy 
of ±2 K or 2% of the reading if the ambient temperature is between 283 
and 308 K and the object temperature is above 273 K. The horizontal and 
vertical fields of view are 45◦ and 34◦ respectively. The camera has a 
pixel pitch of 17 μm and an instantaneous field of view of 5.2 mrad. The 
Omega OM-HL-EH-TC data logger was equipped with one Omega Type K 
thermocouple that measured temperature every minute. The accuracy of 
the thermocouple-data logger system is 0.8 ± 2% K and has a resolution 
of 0.1 K. The data logger is capable of recording temperatures between 
73 and 2073 K. 

Fig. 3. The Gerbera daisy varieties recorded by the thermal camera including: (a) Prestige, (b) Brunello, (c) Panama, (d) Rendez-Vous, and (e) Toast. Source: Van 
Geest Bros. Limited. 
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2.2. Experimental method 

Thermal images and STs of individual plants were recorded on 
January 24, 2020 between 11:29 and 12:04 Eastern Standard Time 
(EST =GMT − 5), January 30, 2020 between 14:01 and 14:23 EST, 
February 6, 2020 between 10:37 and 10:57 EST, and February 12, 2020 
between 9:09 and 9:28 EST. The environmental conditions within the 
greenhouse were known to be diurnally variable and it is anticipated 
that future field work will occur between the hours of 09:00 and 15:00 
EST. As a result, images were recorded over a range of times to account 
for the variable environmental conditions in the greenhouse which are 
known to directly impact uncooled radiometric imaging systems and 
result in inaccurate ST values [20,22,25,33]. For instance, water vapor is 
known to absorb infrared radiation [34,35]. As a result, environments 
with a high relative humidity may reduce thermal imaging accuracy. 
This phenomenon was documented by Mangus and Sharda [36] and was 
especially noticeable when considering increasing relative humidity for 
object STs greater than 5 K above ambient temperature (R2 of 0.5212) or 
when object STs are greater than 5 K below ambient temperature (R2 of 
0.7073). When the object temperature is equivalent to ambient tem-
perature, accuracy slightly decreases as relative humidity increases, 
however the R2 value is 0.0439. Mangus and Sharda hypothesized this 
slight inaccuracy occurred due to variations in ambient air particle 
temperature between the imaged object and the thermal imaging 
system. 

Prior to imaging, the camera was turned on for approximately 5 min 
(as recommended in the FLIR E6 manual) to acclimate to the greenhouse 
environment and to ensure as accurate as possible results. During each 
measurement, the thermocouple attached to the Omega data logger was 
placed on the surface of either the stem or ray floret of each plant. 
Concurrently, the thermal camera was positioned at an oblique angle, 
with respect to the plant organ plane, approximately 30 cm away from 
the imaged surface and thermocouple. It was ensured that the thermo-
couple was visible in the thermal camera’s field of view before recording 
the image. It is known that oblique angle thermal images can signifi-
cantly impact the fraction of observed reflected longwave radiation. This 
phenomenon is well documented when recording oblique angle images 
over waterbodies where observed surface emissivity can vary as a 
function of camera pitch angle [37–39]. Oblique angle thermal images 
recorded over terrestrial surfaces are also known to be impacted by the 
fraction of observed reflected longwave radiation [40–43]. The FLIR 
thermal camera used in this experiment did not contain an inertial 
measurement unit and as a result, the exact pitch and yaw angles for 
each image are unknown. However, according to FLIR-sUAS [44], 
oblique angle images recorded within 60◦ of nadir are optimal to 
minimize errors associated with the reflection of long wave radiation. It 
is estimated that all oblique angle thermal images were recorded be-
tween 10◦ and 50◦ of nadir. 

On each day, three thermal images of each Gerbera daisy variety stem 
and ray floret were recorded. Approximately 30 s elapsed between in-
dividual measurements to account for thermal drift of the camera which 
can alter ST measurements by over 1 K per minute [23,45]. This process 
was repeated for the stem and flower of each plant. All thermocouple 
data was recorded in a notebook as observed from the data logger. 

2.3. Surface temperature quantification 

Uncooled thermal cameras create a signal response (referred to as A/ 
D counts) for each pixel of an image when LWIR radiation is incident to 
the microbolometer. A/D counts are directly proportional to the amount 
of LWIR radiation passing through the camera lens onto the thermal 
detector. A non-linear relation can be used to convert A/D counts to 
temperature by considering four constants that are intrinsic to the un-
cooled thermal camera. This non-linear relation is derived from the 
Planck’s Law and is represented in Eq. (1) 

TObj =
B

ln
(

R
UObj+O + F

), (1)  

where TObj represents the imaged object ST in Kelvin, UObj represents the 
pixel signal value recorded as A/D counts of the imaged object, and B, R, 
O, and F are all constants related to Planck’s Law and represent Planck’s 
radiation law, the response of the uncooled camera, an offset value, and 
a value for the alignment of the non-linear response of the camera sys-
tem, respectively [20]. These four constants are calibrated by the 
manufacturer and are included in the metadata of each image. The 
constants are highly dependent on the specific camera and cannot be 
used interchangeably between camera models. Eq. (1) can be rearranged 
to quantify A/D counts as per Eq. (2) 

UObj =
R

exp
(

B
TObj

)

− F
− O, (2) 

Thermal cameras are known to observe LWIR radiation from three 
separate sources including the imaged object, radiation reflected from 
the imaged object, and radiation transmitted from the atmosphere. The 
total radiation observed by a thermal camera can be represented with 
Eq. (3) 

UTot = ϵτUObj + τ(1 − ϵ)URefl + (1 − τ)UAtm, (3)  

where UTot represents the total signal in A/D counts recorded by the 
uncooled thermal camera, URefl represents the fraction of reflected ra-
diation from the imaged object in A/D counts, UAtm represents the 
fraction of radiation transmitted from the atmosphere and observed by 
the thermal camera, ϵ represents the emissivity of the imaged object, a 
physical property of the material, and τ represents the atmospheric 
transmissivity, which is a function of the object distance from the 
camera and atmospheric conditions such as the relative humidity [46]. 

For this research, Eqs. (1) and (2) are of most importance. The four 
constants are intrinsic properties of the thermal camera which directly 
affect the ST measurement. From image metadata and FLIR Tools, the 
original four constants as calibrated by the manufacturer and the ST of 
flowers and stems were obtained. Using the four constants and Eq. (1), 
UObj values were quantified and were used during the radiometric cali-
bration procedure. 

The calibrated constants are evaluated with respect to the original 
camera manufacturer constants (default constants) considering bias and 
root mean square error (RMSE) represented by Eqs. (4) and (5) 
respectively: 

Bias =
1
n

∑n

i=1
(Ci − Ri), (4)  

RMSE =

̅̅̅̅̅̅̅̅̅̅̅̅̅̅̅̅̅̅̅̅̅̅̅̅̅̅̅̅̅̅̅̅
1
n

∑n

i=1
(Ci − Ri)

2

√

, (5)  

where n represents the total number of measurements, Ci represents the 
surface temperature measured by the thermal camera for each ith mea-
surement, and Ri represents the thermocouple temperature for each ith 

measurement. 

2.4. Thermal camera calibration 

The Type K thermocouple attached to the Omega data logger was 
calibrated in Guelph, Ontario, Canada via a two-point calibration. Three 
measurements were recorded when the thermocouple was submerged in 
an ice water bath and another three measurements were recorded when 
submerged in boiling water. Thirty seconds elapsed between each 
respective measurement. The mean of the three measurements were 
used during the radiometric calibration procedure. All thermocouple 
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temperatures collected in Grimsby, Ontario, Canada were corrected 
prior to quantifying the calibrated thermal camera constants. The cor-
rected thermocouple data for each plant organ was averaged for each 
day prior to completing the radiometric calibration procedure. 

Using FLIR Tools, the location of the thermocouple in relation to the 
flower and stem of each Gerbera daisy was identified. A box (four pixels 
wide by four pixels high) was manually drawn around the thermocouple 
placed on each flower and stem. The resulting average temperature of 
the box was extracted from FLIR Tools to represent the ST measured by 
the camera. See Fig. 4 for an example of a thermal image and the digital 
image recorded by the thermal camera system. Using ExifTool 10.86, the 
uncooled thermal camera constants as calibrated by the manufacturer 
were identified. The four constants were used in Eq. (2) to calculate the 
UObj values. The UObj values for each plant organ were averaged for each 
day prior to camera calibration. It should be noted that the location of 
the thermocouple could not be identified in a few images recorded 
during the experiment as they were obscured by the researcher’s hand 
when positioning the thermocouple. These images were omitted from 
the analysis. 

The averaged thermocouple temperature data and the averaged UObj 

values from the thermal camera were imported into a Python 3.6 script. 
The empirical line method, as discussed by Smith and Milton [47], was 
used to plot UObj values with respect to the corresponding thermocouple 
temperature values. These plots are illustrated in Figs. 5 and 6 . the 
non-linear least-squares minimization and curve-fitting (LMFIT) library 
Version 1.0.0 from Python was used with Eq. (1) to fit the data and 

optimize the camera constants for the flowers and stems of each Gerbera 
daisy variety. The default camera constants from the manufacturer were 
used as the initial guesses (see Table 2), the minimum values (50% of the 
manufacturer (default) constants), and the maximum values (150% of 
the manufacturer (default) constants) of each default camera constant 
were used as bounds with the LMFIT library to optimize the calibrated 
camera constants and minimize residuals. The bias and RMSE statistics 
of the ST for the calibrated constants and for the default constants are 
tabulated in Table 3 for plant stems and in Table 4 for flowers. The 
averaged values for the default and calibrated bias and RMSE statistics 
are also reported for both stems and flowers. 

Since two different Prestige plants were imaged, camera constants 
were derived for both the stem and the flower by combining tempera-
ture data of the two plants. The use of LMFIT and the method using the 
default constants as the initial guesses, and bounding the minimum and 
maximum values, were repeated for each case. Fig. 7 displays the cali-
bration for the stem and the flower of the combined Prestige plants. Bias 
and RMSE statistics of the ST were calculated accordingly and are rep-
resented in Table 5. Lastly, the calibrated camera constants of one spe-
cific Prestige plant were used with the thermocouple ST and UObj values 
of the other Prestige plant. ST statistics for this case are depicted in 
Table 6. 

3. Results and discussion 

The calibrated bias and RMSE decreased and improved relative to the 
uncalibrated statistics for the plant stems and flowers. Considering the 
calibrated statistics for each individual plant in Tables 3 and 4, the 
calibrated bias and RMSE were all reduced relative to the default sta-
tistics. The calibrated RMSE decreased by at least one order of magni-
tude for all cases. It is also important to note that the STs quantified with 
the default camera constants are consistently higher than the tempera-
tures recorded in the calibration experiment and subsequently the STs 
quantified with the calibrated camera constants. As the imaged object 
temperature increases (A/D counts increase), this pattern becomes more 
pronounced and is prevalent in Figs. 5–7 . 

The default and calibrated bias and RMSE values were averaged 
considering each Gerbera variety and were reported in the appropriate 
table. Specifically, averaged bias and RMSE values were calculated for 
the plant stems, flowers, and for the case considering calibrated camera 
constants for one Prestige plant and temperature data for the other 
Prestige plant. The averaged calibrated bias and RMSE values improved 
relative to the averaged default bias and RMSE values for both the plant 
stems (89.1% reduction for bias and 90.7% reduction for RMSE) and 
flowers (100.6% reduction for bias and 96.2% reduction for RMSE). For 
the third case considering the Prestige camera constants for one plant 
and temperature data for the other Prestige plant, the statistics were 
averaged with respect to the plant organ being imaged. Subsequently, 
the averaged calibrated biases for the stem and flower improved relative 
to the averaged default biases where the calibrated stem bias reduced by 
68.4% and the calibrated flower bias reduced by 104.3%. Likewise, the 
averaged calibrated RMSE for the flower decreased relative to the 
averaged default RMSE by 56.8%. The averaged calibrated RMSE for the 
stem however increased relative to the averaged default RMSE by 
90.2%. Since the temperature sample size is low and RMSE is known to 
be sensitive to outliers [48], it is possible for the calibrated RMSE to be 
skewed. It may be possible to reduce the averaged calibrated RMSE 
below the averaged default RMSE if more samples were recorded and 
outliers significantly larger than the data set were omitted from the 
RMSE calculation. Nonetheless, it is important to note that both the bias 
and RMSE generally decreased when considering the temperature sta-
tistics calculated from the calibrated camera constants. 

For each Gerbera daisy, only four measurements were collected, 
however, two plants of the same variety (Prestige) were included in the 
experiment. The ST data from the two plants were combined and camera 
constants were calibrated. The resulting calibrated bias statistics 

Fig. 4. (a) Thermal image analysis of a Prestige flower recorded on January 24, 
2020, where temperature is displayed as degrees Celsius and the white arrow 
indicates the tip of the thermocouple; (b) corresponding digital image of the 
Prestige flower recorded by digital camera of the FLIR E6. 
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improved over the default values by reducing bias by 133% for stems 
and by 103% for flowers. Likewise, the resulting RMSE statistics 
improved over the default values by reducing RMSE by 66.7% for stems 
and by 96.5% for flowers. Ideally, more measurements from each indi-
vidual plant should be collected over a longer period. However, the 
authors were restricted by logistical constraints related to greenhouse 
availability and access to the Gerbera daisies. Nonetheless, calibrating 
the thermal camera for the specific Gerbera daisies improved the quan-
titative ST measurements of individual plants when considering a data 
set of four or eight individual measurements. 

There are numerous factors that could contribute to the increased 
RMSE of the stem. First, the positioning of the thermal camera may have 
varied between measurements such that the fraction of reflected radia-
tion influencing the microbolometer detector skewed observed STs. 
Likewise, the positioning of the thermocouple may not be fully repre-
sentative of the stem ST. The emissivity of the plant organs were not 
considered during calibration and can affect the ST calculation consid-
ering Eq. (3). The camera’s emissivity value was fixed at 0.95 for all 
images captured. Emissivity values for vegetation and plant material are 
well reported in literature. For instance, Costa et al. [49] noted that 
plant material has an emissivity value between 0.91 and 0.97, Chen [50] 
determined that leaf emissivity for three different crops ranged between 
0.97 and 0.98, and Harrap et al. [1] noted that an emissivity value of 

0.98 is suitable for vegetation and floral tissue [51–54]. Similarily, Huo 
et al. [55] noted that emissivity of vegetation is generally set to 0.97, 
however emissivity is variable for plants in nature. The assumed emis-
sivity value of 0.95 falls within the typical range for vegetation and 
floral tissue. However, an in situ method to quantify emissivity of in-
dividual plant organs should be investigated to improve radiometric 
imaging accuracy. 

Concurrent, ongoing research on Gerbera daisies, has noted that 
Gerbera daisy stems within the same plant can vary structurally. Simi-
larly, Gerbera daisy stems between plants of the same variety are noted 
to be variable [56]. This phenomenon is different when compared to 
certain varieties of Gerbera daisy flowers. For instance, the Prestige va-
riety has a uniform flower color pattern. Perhaps ST variation and 
affiliated statistical parameters would be apparent in a Gerbera daisy 
variety with non-uniform flower color patterns. The mechanical differ-
ences of the Prestige stems may have impacted the calibrated ST sta-
tistics. As a result, for reliable quantitative stem ST measurements, stems 
of individual Gerbera daisies should be calibrated independently from 
other plants within the same variety. 

Other extenuating environmental and equipment factors and limi-
tations may have contributed to inaccuracies within the quantified bias 
and RMSE values. Firstly, environments with an elevated relative hu-
midity can result in increased inaccuracies of measured surface 

Fig. 5. Thermocouple temperature compared to radiometric image A/D counts values for the calibration experiment (black triangles), the default camera constants 
(green squares), and the calibrated camera constants (red circles) for each Gerbera daisy stem. The calibrated camera constants were used to quantify the calibrated 
temperatures. (For interpretation of the references to color in this figure legend, the reader is referred to the web version of this article.) 
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temperature from uncooled thermal cameras [36]. For Gerbera daisies, 
evapotranspiration of the imaged and adjacent plants could have 
contributed to the elevated measured surface temperatures. For 
instance, Gerbera daisies are noted to have stomata on floral organs [57]. 
Additionally, relative humidity gradients extending from opening 
flowers to the floral surroundings are noted to occur in certain flower 
species [58–60,2,61]. In the greenhouse, over the entire imaging period, 
Gerbera daisies proximal to the imaged flowers were flowering. The air 
circulation in the greenhouse, especially adjacent to the canopy, may 
have introduced air with an increased relative humidity (relative to the 

Fig. 6. Thermocouple temperature compared to radiometric image A/D counts values for the calibration experiment (black triangles), the default camera constants 
(green squares), and the calibrated camera constants (red circles) for each Gerbera daisy flower. The calibrated camera constants were used to quantify the calibrated 
temperatures. (For interpretation of the references to color in this figure legend, the reader is referred to the web version of this article.) 

Table 2 
Default and calibrated camera parameters.  

Gerbera daisy variety/organ R B O F 

Default 493,285 1336 − 6707  1.6 
Prestige (1) stem 739,927 1319 − 3354  1.6 
Prestige (2) stem 739,918 1351 − 4466  1.6 
Brunello stem 739,926 1402 − 5760  1.6 
Panama stem 739,927 1311 − 3354  1.6 
Rendez-Vous stem 739,927 1316 − 3354  1.6 
Toast stem 739,927 1461 − 6829  1.6 
Prestige combined stem 739,927 1315 − 3354  1.6 
Prestige (1) flower 739,926 1400 − 5671  1.6 
Prestige (2) flower 739,927 1377 − 5198  1.6 
Brunello flower 739,926 1397 − 5640  1.6 
Panama flower 739,927 1378 − 5244  1.6 
Rendez-Vous flower 739,927 1362 − 4751  1.6 
Toast flower 521,244 1350 − 6707  1.6 
Prestige combined flower 739,927 1384 − 5328  1.6  

Table 3 
Default and calibrated camera statistics for stems.  

Gerbera daisy 
variety 

Default 
bias (K) 

Default 
RMSE (K) 

Calibrated 
bias (K) 

Calibrated 
RMSE (K) 

Prestige (1) − 0.64  0.32 0.06 0.03 
Prestige (2) 1.01 0.50 0.08 0.04 
Brunello 1.46 0.73 − 0.05  0.02 
Panama 1.22 0.61 0.03 0.01 
Rendez-Vous 0.61 0.31 0.18 0.09 
Toast 0.20 0.10 0.09 0.04 
Average 0.64 0.43 0.07 0.04  
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ambient relative humidity) to the field of view of the thermal camera, 
thus potentially resulting in an overestimation of object temperature. 
The degree to which relative humidity and other atmospheric effects 
impacted the thermal camera in the greenhouse are difficult to quantify. 
Considering Eq. (3), UAtm accounts for relative humidity effects. This 
term however must not affect the total thermal camera measurement as 
it is a function of transmissivity which can generally be estimated as 1, 
such that the term is omitted from the relation [46]. However, the 
impact of environmental effects on the surface temperatures derived 
from thermal images were accounted for due to the in situ nature of the 
thermal camera calibration. 

Beyond atmospheric effects, the FLIR E6 camera used in this study 
had equipment limitations which impacted the measured object tem-
perature and the calculated bias and RMSE statistics. The thermal res-
olution of the FLIR E6 camera is 160 by 120 which is quite low as 
uncooled thermal camera resolutions typically range from 160 by 120 to 
1280 by 1024 [62]. Furthermore, Focal-Plane Array thermal cameras 
are also known to receive errant radiation primarily due to the 
size-of-source effect [63]. When analyzing the thermal images, a 4 by 4 
pixel box was positioned around the thermocouple. This resolution was 
selected to include sufficient pixels for surface temperature measure-
ment. FLIR Systems recommends using at least a 3 by 3 pixel box [64]. 
With a 4 by 4 pixel box and an approximate object distance from the 
camera of 30 cm, the spot size ratio was calculated to be 0.624 cm, based 
on FLIR Systems [64], which is larger than the diameter of the ther-
mocouple of 0.051 cm. The calibration completed does not consider 
these errors due to equipment limitations, however, the outcomes of this 
study still have merit. In the literature, other studies have used low 
resolution thermal cameras for quantitative work [13,30,65]. Another 
study completed with a higher resolution uncooled thermal imaging 
camera (640 by 512) noted the over-estimation of measured surface 
temperatures [23]. In order to reduce these errors introduced by 
equipment limitations, a second experiment with a higher resolution 
thermal camera should be completed following the same methodology, 
perhaps with more images over a longer time period. A higher resolution 
thermal camera will increase measurement accuracy and develop a 

more reliable in situ calibration procedure. 

4. Conclusion and future work 

An in situ calibration of an uncooled thermal camera was completed 
to improve Surface Temperature (ST) measurement accuracy of Gerbera 
jamesonii (Gerbera daisy) stems and flowers at a commercial greenhouse 
in Grimsby, Ontario, Canada. A calibrated thermocouple was used, and a 
thermal image of the thermocouple was recorded over four different 
days during January–March 2020. New calibration constants intrinsic to 
the thermal camera were derived for both flowers and stems for each 
Gerbera daisy variety. Bias and root mean square error (RMSE) of the STs 
considering default manufacturer camera constants and the calibrated 
camera constants were calculated and compared. For individual plant 
organs, the averaged calibrated camera constant bias and RMSE values 
were reduced by at least 89.1% relative to the averaged default camera 
constant bias and RMSE values. Calibration constants were also derived 
for the stem and flower of separate Gerbera daisy plants of the same 

Table 4 
Default and calibrated camera statistics for flowers.  

Gerbera daisy 
variety 

Default 
bias (K) 

Default 
RMSE (K) 

Calibrated 
bias (K) 

Calibrated 
RMSE (K) 

Prestige (1) 1.19 0.59 − 0.11  0.05 
Prestige (2) 2.03 1.02 − 0.05  0.02 
Brunello 1.60 0.80 − 0.04  0.02 
Panama 2.37 1.18 0.05 0.02 
Rendez-Vous 1.62 0.81 0.09 0.05 
Toast 0.56 0.28 − 4 × 10− 3  2× 10− 3  

Average 1.56 0.78 − 0.01  0.03  

Fig. 7. Thermocouple temperature compared to radiometric image A/D counts values for the calibration experiment (black triangles), the default camera constants 
(green squares), and the calibrated camera constants (red circles) for the combined Prestige stems (a) and flowers (b). The calibrated camera constants were used to 
quantify the calibrated temperatures. (For interpretation of the references to color in this figure legend, the reader is referred to the web version of this article.) 

Table 5 
Default and calibrated camera statistics considering the STs from the two 
Prestige plants.  

Plant 
Organ 

Default bias 
(K) 

Default RMSE 
(K) 

Calibrated bias 
(K) 

Calibrated RMSE 
(K) 

Stem 0.18 0.06 − 0.06  0.02 
Flower 1.61 0.57 − 0.05  0.02  

Table 6 
Default and calibrated camera statistics considering Prestige constants for one 
Prestige plant and temperature data for the other Prestige plant.  

Prestige plant case/ 
plant organ 

Default 
bias (K) 

Default 
RMSE (K) 

Calibrated 
bias (K) 

Calibrated 
RMSE (K) 

Prestige (1) data/ 
Prestige (2) 
constants stem 

− 0.64  0.32 − 1.50  0.75 

Prestige (1) data/ 
Prestige (2) 
constants flower 

1.19 0.59 − 0.77  0.38  

Prestige (2) data/ 
Prestige (1) 
constants stem 

1.01 0.50 1.62 0.81 

Prestige (2) data/ 
Prestige (1) 
constants flower 

2.03 1.02 0.64 0.32  

Stem average 0.19 0.41 0.06 0.78 
Flower average 1.61 0.81 − 0.07  0.35  
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variety where constants were used from one plant and ST data was used 
from the other plant. Considering this scenario, the averaged calibrated 
biases for the stem and the flower decreased relative to the averaged 
default bias and RMSE values by 68.4% and 104.3% respectively. The 
RMSE statistics for the flower decreased in value, by 56.8%, while the 
calibrated statistics for the stem increased in value, by 90.2%, relative to 
the default constants. This discrepancy may be attributed to the sensi-
tivity of the RMSE calculation to outliers due to the limited sample size 
of the data set. Structural variation of the Gerbera daisy stems within the 
same variety may have also contributed to the increased RMSE value. 
Environmental effects such as relative humidity and equipment limita-
tions may have influenced the results of this study. A second study is 
being planned where a higher resolution thermal camera will be used 
following the method described in this paper to calibrate the camera 
with respect to surface temperatures of different plant organs over a 
longer time period. 

This paper helps demonstrate the importance of considering envi-
ronmental impacts on uncooled thermal cameras in relation to accurate 
quantitative radiometric imaging applications. Likewise, this method 
has the potential to be applied to calibrate other uncooled thermal 
cameras for additional quantitative radiometric imaging applications 
such as the characterization of agricultural crops with respect to sugar or 
acid content, fever detection within humans, and cancer screening 
within animals and humans. 
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